Complications Associated with FAST-FIX All-Inside Meniscal Repair: A Report of Two Cases.
We describe the cases of two patients with a previously unreported complication associated with the all-inside FAST-FIX meniscal repair system. In both cases, anchors came loose postoperatively. Surgeons need to be aware of this potential complication in the event that a patient presents with pain and mechanical symptoms after meniscal repair.